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Note: When a statement of conformity to a specification or standard is provided, the ILAC-G8 Guidance document (and/or IEC Guide 115 in the 
electrotechnical sector) will be adopted as a decision rule for the determination of conformity unless it is inherent in the requested specification or 
standard, or otherwise specified in the Report. 
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Applicant(Code:01325334) : Art Beauty Group Company Limited 
Unit 2305  Apec Plaza 
49 Hoi Yuen Road  Kwun Tong  Kln 

  

 

Description of Sample(s)  : One submitted sample said to be Surgical Face Mask. 
Country of Origin : China 
 
Sample Receiving Condition:   In intact original packing under  

ambient temperature 
  

 
Date Sample(s) Received  : 2020-07-21 
  

 
Date Tested  : 2020-07-22 to 2020-08-12 
  

 
Investigation Requested  : Bacterial Filtration Efficiency  (BFE) % 

– Staphylococcus aureus  (ATCC 6538) 
 
 

 

Method(s) Used : ASTM F2100-2019 9.1 &ASTM F2101-2019 
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Test Result(s): 
 

Bacterial Filtration Efficiency  (BFE) % 
– Staphylococcus aureus  (ATCC 6538)  

 Specimen(s) Surgical Face Mask 

 1 99.3% 
 2 99.1% 
 3 99.2% 
 4 99.1% 
 5 99.7% 
        Notes : - Control average  : 2021 CFU 
 - Mean particle size  : 2.8 µm 
 - Testing side  : Outside of specimen  
 - Testing area  : 47 cm2 
  
 

    
 
 
 
 
 
 
 
 
 
 

 

 
***** End of Test Report ***** 

 

 


